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Pediatric ABR:  The basics

Stimulus parametersStimulus parameters
Insert earphones (many advantages)Insert earphones (many advantages)
Click and tone burst signalsClick and tone burst signals
AirAir-- and boneand bone--conduction stimulationconduction stimulation
Masking generally not importantMasking generally not important

Acquisition parametersAcquisition parameters
FzFz (vs. (vs. CzCz) non) non--inverting electrodeinverting electrode
30 Hz (HP) to 1500 or 3000 Hz (LP) filter 30 Hz (HP) to 1500 or 3000 Hz (LP) filter 
settingssettings
No notch filterNo notch filter
Number of stimuli (repetitions or sweep) Number of stimuli (repetitions or sweep) 
= to produce adequate SNR= to produce adequate SNR

ABR:  Advantages of Insert (ER-3A) 
Earphones

GeneralGeneral
increased increased interauralinteraural attenuationattenuation
increased ambient noise attenuationincreased ambient noise attenuation
elimination of ear canal collapseelimination of ear canal collapse
increased patient comfortincreased patient comfort
improved aural hygieneimproved aural hygiene
more precise placement (increased more precise placement (increased 

reliability)reliability)
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ABR specificallyABR specifically
reduced transducer ringingreduced transducer ringing
reduced stimulus artifact (with reduced stimulus artifact (with 

separation of transducer from inverting separation of transducer from inverting 
electrode)electrode)

Pediatric ABR:  Analysis principles  

Waveform analysis of click ABRWaveform analysis of click ABR
Delayed wave I (> 2 Delayed wave I (> 2 msecmsec) = conductive component) = conductive component
Small or no wave I = sensory hearing lossSmall or no wave I = sensory hearing loss
Delayed interDelayed inter--wave latencies (e.g., Iwave latencies (e.g., I--V) = neural)V) = neural)
Lowest intensity level producing repeatable wave V = Lowest intensity level producing repeatable wave V = 
10 dB above estimated behavioral threshold10 dB above estimated behavioral threshold
Always take into account ageAlways take into account age

ABR immature at birth (incomplete ABR immature at birth (incomplete myelinizationmyelinization))
use ageuse age--corrected normative data until 18 months corrected normative data until 18 months 
after birthafter birth

Frequency-Specific ABR Test Protocol:
Stimulus Parameters

ParameterParameter SelectionSelection RationaleRationale
TransducerTransducer ERER--3A inserts         numerous infant                       3A inserts         numerous infant                       

advantages advantages 

TypeType tone burststone bursts available on all systemsavailable on all systems

FrequenciesFrequencies 1, .5, 4, 2 K Hz1, .5, 4, 2 K Hz sequence varies clinicallysequence varies clinically

DurationDuration 22--00--2 cycles2 cycles abrupt frequenciesabrupt frequencies
0 plateau < 0 plateau < 
specralspecral splattersplatter
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Frequency-Specific ABR Test Protocol:
Stimulus Parameters

ParameterParameter SelectionSelection RationaleRationale

PolarityPolarity alternatingalternating minimize stimulus artifactminimize stimulus artifact

RateRate 27.1/sec27.1/sec rapid data collection with rapid data collection with 
adequate response integrityadequate response integrity
with longer analysis timewith longer analysis time

IntensityIntensity dB dB nHLnHL RE: adult behavioral data, butRE: adult behavioral data, but
variable unknown increases             variable unknown increases             
in effective intensity for in effective intensity for 
infants are likelyinfants are likely

Frequency-Specific ABR Test Protocol:
Acquisition Parameters

ParameterParameter SelectionSelection RationaleRationale

Artifact rejectArtifact reject onon minimize muscle artifactminimize muscle artifact

Analysis timeAnalysis time 20 20 msecmsec encompass delayed wave encompass delayed wave 
Vs and SN10 after wave VVs and SN10 after wave V

SweepsSweeps > 2000> 2000 whatever is needed for SNRwhatever is needed for SNR
for poor morphology for poor morphology ABRsABRs

ReliabilityReliability 2 or 3 runs2 or 3 runs “if it doesn’t replicate, you“if it doesn’t replicate, you
must investigate”must investigate”

Frequency-Specific ABR Test Protocol:
Acquisition Parameters

ParameterParameter SelectionSelection RationaleRationale

Electrode typeElectrode type disc & disc & earclipearclip ease of applicationease of application

Electrode locationElectrode location FzFz -- Nape or AiNape or Ai optimal infant responseoptimal infant response
FpzFpz groundground good for BC stimulusgood for BC stimulus

permits permits ipsiipsi/contra /contra meas’tmeas’t

Filter settingsFilter settings 30 30 -- 3000 Hz3000 Hz encompass infant spectrumencompass infant spectrum
no notch filterno notch filter

Artifact rejectArtifact reject onon minimize muscle artifactminimize muscle artifact



5

How accurate is estimation of pure tone thresholds How accurate is estimation of pure tone thresholds 
with tone burst ABR?with tone burst ABR?

High correlation (> .94) between High correlation (> .94) between ABRsABRs elicited with elicited with 
tone bursts in quiet or in notched noise vs. pure tone tone bursts in quiet or in notched noise vs. pure tone 
thresholds  for infants and older children thresholds  for infants and older children (e.g., (e.g., 
StapellsStapells et al, 1995) et al, 1995) 
>90% of ABR thresholds were within 20 dB of PT >90% of ABR thresholds were within 20 dB of PT 
thresholds, and majority were within 10 dBthresholds, and majority were within 10 dB
audiometric configuration of the hearing loss does audiometric configuration of the hearing loss does 

not affect accuracy (Oates & not affect accuracy (Oates & StapellsStapells, 1998), 1998)

ABR: Frequency-specific stimuli

Tone-Burst ABR Stimulus Intensity:
Steps in Calibration

Develop tone burst protocol (s)Develop tone burst protocol (s)
Obtain average normal behavioral thresholds (from Obtain average normal behavioral thresholds (from 
adults) for each tone burst signal adults) for each tone burst signal (e.g., (e.g., 
35 dB dial = 0 dB nHL)35 dB dial = 0 dB nHL)
Practice recording ABRs for tone burst signals from Practice recording ABRs for tone burst signals from 
normal adults and childrennormal adults and children
Remember, ABR thresholds are not equal to pure tone Remember, ABR thresholds are not equal to pure tone 
hearing thresholds (subtract approx.. 10 dB)hearing thresholds (subtract approx.. 10 dB)
Plot estimated auditory thresholds on “tone burst ABR Plot estimated auditory thresholds on “tone burst ABR 
audiogram”audiogram”

A New ABR Motto in the Era of 
Universal Newborn Hearing Screening

““Don’t stick with the click …Don’t stick with the click …
Be the first with a burst!”Be the first with a burst!”
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ABR: Protocol for bone conduction

BB--70 vibrator70 vibrator
Mastoid placementMastoid placement
Earlobe inverting electrodes (distance from transducer)Earlobe inverting electrodes (distance from transducer)
Alternating click stimuli (or tone burst stimulation) to Alternating click stimuli (or tone burst stimulation) to 
minimize stimulus artifactminimize stimulus artifact
Slower rate (e.g., 11.1/sec) to enhance wave ISlower rate (e.g., 11.1/sec) to enhance wave I
30 to 3000 Hz (need low frequencies)30 to 3000 Hz (need low frequencies)
Begin near maximum intensity level (about 50 dB Begin near maximum intensity level (about 50 dB nHLnHL))
Identify wave I in Identify wave I in ipsilateralipsilateral array to verify test eararray to verify test ear
Plot latency/intensity function for wave V (vs. AC)Plot latency/intensity function for wave V (vs. AC)

AUDITORY STEADY STATE RESPONSE 
(ASSR):  

Wave of the Future

An An electrophysiologicelectrophysiologic response, similar to ABR.response, similar to ABR.
Instrumentation includes:Instrumentation includes:

Insert earphonesInsert earphones
Surface electrodesSurface electrodes
Averaging computerAveraging computer

Stimuli are pure tones (frequency specific, steady Stimuli are pure tones (frequency specific, steady 
state signals) activating cochlea and CNSstate signals) activating cochlea and CNS
ASSR is generated by rapid modulation of “carrier” ASSR is generated by rapid modulation of “carrier” 
pure tone amplitude (AM) or frequency (FM).pure tone amplitude (AM) or frequency (FM).
Signal intensity can be as high as 120 dB HLSignal intensity can be as high as 120 dB HL
ASSR phase or frequency is detected automatically ASSR phase or frequency is detected automatically 
(vs. visual detection)(vs. visual detection)

ASSR:  General Principles
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JAAA ASSR special issues, 2002:  Summary 
(1)

Click ABR and tonal ASSR may offer a powerful Click ABR and tonal ASSR may offer a powerful 
diagnostic combination in diagnosis of hearing diagnostic combination in diagnosis of hearing 
loss in children.loss in children.
ASSR estimations of auditory thresholds in young ASSR estimations of auditory thresholds in young 
or difficultor difficult--toto--test infants may be better (lower) test infants may be better (lower) 
than behavioral than behavioral MRLsMRLs..
The ASSR is a composite response from multiple The ASSR is a composite response from multiple 
generators, depending on the modulation rate.generators, depending on the modulation rate.
Differences between behavioral vs. ASSR Differences between behavioral vs. ASSR 
estimated auditory thresholds are greater for low estimated auditory thresholds are greater for low 
frequencies and mild hearing loss.frequencies and mild hearing loss.

These differences are dependent on These differences are dependent on 
factors such as:factors such as:

Strategy used for behavioral threshold Strategy used for behavioral threshold 
measurement.measurement.
PatientPatient--related noise (sedated vs. related noise (sedated vs. 
awake)awake)
Intensity increment (e.g., 5 or 10 dB).Intensity increment (e.g., 5 or 10 dB).
Criteria used for response presence vs. Criteria used for response presence vs. 
absence.absence.



8

JAAA ASSR special issues, 2002:  Summary 
(2)

ASSR can be recorded in infants and young ASSR can be recorded in infants and young 
children.children.
“Pass” rates with ASSR are higher for full“Pass” rates with ASSR are higher for full--term term 
versus premature infants.versus premature infants.
“Pass” rates in full“Pass” rates in full--term infants are higher for term infants are higher for 
higher frequencies (e.g., 2000 Hz) than lower higher frequencies (e.g., 2000 Hz) than lower 
frequencies (e.g., 500 Hz).frequencies (e.g., 500 Hz).
Strong correlation between auditory thresholds Strong correlation between auditory thresholds 
estimated with ABR and ASSR for mild through estimated with ABR and ASSR for mild through 
moderate hearing loss.moderate hearing loss.

ASSRsASSRs differ slightly (smaller response) differ slightly (smaller response) 
for single frequency versus simultaneous for single frequency versus simultaneous 
multiple frequency stimulation (e.g., multiple frequency stimulation (e.g., 
MASTER approach).MASTER approach).
In normal hearing and mild hearing loss, In normal hearing and mild hearing loss, 
ASSR may overestimate auditory ASSR may overestimate auditory 
thresholds.thresholds.
The clinical feasibility of bone conduction The clinical feasibility of bone conduction 
ASSR remains uncertain.ASSR remains uncertain.

ASSR, ABR, and Pure Tone Audiometry:
Asking the clinically relevant question

Not:Not:
Which frequencyWhich frequency--specific specific electrophysiologicelectrophysiologic
technique is best … tone burst ABR or technique is best … tone burst ABR or 
ASSR?ASSR?

But:But:
How does the ASSR technique complementHow does the ASSR technique complement
click and tone burst ABR techniques in theclick and tone burst ABR techniques in the
infant test battery?infant test battery?
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ABR (Click and Tone Burst) versus ASSR:
Clinical Application

AdvantagesAdvantages DisadvantagesDisadvantages

ABRABR * estimates normal * estimates normal * can’t estimate * can’t estimate 
hearing thresholdshearing thresholds profound HLprofound HL

* ear* ear--specific BC findings   * skilled analysis requiredspecific BC findings   * skilled analysis required

* diagnosis of AN * diagnosis of AN * limited BC intensity levels              * limited BC intensity levels              

ASSR  ASSR  * estimates severe* estimates severe--toto-- * no ear* no ear--specific BC findingsspecific BC findings
profound HLprofound HL * requires sleep or sedation* requires sleep or sedation

Tone Burst ABR versus Auditory Steady 
State Response (ASSR): Clinical Experience

Auditory dysfunctionAuditory dysfunction ABRABR ASSRASSR

Normal hearingNormal hearing ~ accurate estimation~ accurate estimation ~over~over--estimates                estimates                 
thresholdsthresholds

Conductive HLConductive HL ~ear~ear--specific findingsspecific findings ~tone~tone--burst measures    burst measures    
without maskingwithout masking but masking is but masking is 

requiredrequired
Sensory HLSensory HL ~ accurate to moderate~ accurate to moderate ~accurate from         ~accurate from         

degree of HLdegree of HL moderate to moderate to 
profound HLprofound HL

Neural / AuditoryNeural / Auditory ~ identified with wave I~ identified with wave I ~difficult to distinguish~difficult to distinguish
NeuropathyNeuropathy or CMor CM profound sensory profound sensory 

vsvs neural HLneural HL

Role of ASSR in Frequency-Specific Estimation 
of Hearing Sensitivity in Infancy

OAE/ABR Screening
Refer Outcome

Normal?
Wave I

Wave I-V
20 dB nHL

Tone Burst
ABR or OAEs

Click ABR
Abnormal ABR

or No Response

Delayed
Wave I? ASSR

Bone Conduction
ABR

Wave I only?
CM only?

Auditory
Neuropathy
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Auditory Steady State Responses (ASSRs):
CONCLUSIONS

AdvantagesAdvantages
Highly frequency specificHighly frequency specific
Can be used for Can be used for electrophysiologicelectrophysiologic assessment of severe assessment of severe 
to profound degree of hearing loss in infants and young to profound degree of hearing loss in infants and young 
childrenchildren
Clinical devices now availableClinical devices now available

Potential disadvantagesPotential disadvantages
require require veryvery quiet state of arousalquiet state of arousal
less accurate in normal hearingless accurate in normal hearing
limited site specificitylimited site specificity
analysis difficult with bone conduction stimulation analysis difficult with bone conduction stimulation 

ASSR: Clinical questions

Are there maturational effects on ASSR from Are there maturational effects on ASSR from 
premature infants through childhood?premature infants through childhood?
Is test time equivalent for ASSR vs. tone burst ABR?Is test time equivalent for ASSR vs. tone burst ABR?
Can ASSR be recorded from nonCan ASSR be recorded from non--sedated patients?sedated patients?
What is the effect of sedation and anesthesia on What is the effect of sedation and anesthesia on 
ASSR?ASSR?
How closely correlated are ASSR and pure tone How closely correlated are ASSR and pure tone 
hearing thresholds?hearing thresholds?
Can ASSR be used in estimation of Can ASSR be used in estimation of bone conductionbone conduction
auditory thresholds?auditory thresholds?

Pediatric Pediatric AudiologyAudiology: : AEP’sAEP’s

Roger A. Ruth, Ph.D.Roger A. Ruth, Ph.D.

University of VirginiaUniversity of Virginia
&&

James Madison UniversityJames Madison University
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The One Thing You Need

Membership in the :Membership in the :
International Peak International Peak 
Pickers AssociationPickers Association

IPPAIPPA

The One Thing You Need 
(continued)

Develop Pattern Develop Pattern 
Recognition Skills Recognition Skills 

for reviewing for reviewing 
WaveformsWaveforms

ABR Response ParametersABR Response Parameters

Electrode placement (Electrode placement (CzCz, A1, A2), A1, A2)
Averaging window (15Averaging window (15--23 23 msecmsec))
Stimulus delay (2Stimulus delay (2--3 3 msecmsec))
Filter (30Filter (30--3000 Hz)3000 Hz)
Artifact rejectionArtifact rejection
Notch Filter (No Notch Filter (No -- Never)Never)
Display Gain (feel free to change)Display Gain (feel free to change)
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ABR Stimulus ParametersABR Stimulus Parameters

Type Type –– click vs. TBclick vs. TB
Duration (2Duration (2--00--2 cycle rise/fall)2 cycle rise/fall)
Envelope (Blackman/Nonlinear)Envelope (Blackman/Nonlinear)
Intensity (as needed)Intensity (as needed)
Polarity  (Rarefaction)Polarity  (Rarefaction)
Rate (39.3/sec)Rate (39.3/sec)

AC ABRAC ABR

Recommended that all scrubbing and Recommended that all scrubbing and 
electrode placement occur electrode placement occur priorprior to to 
feeding the infant.feeding the infant.

Using the right inserts can make all the Using the right inserts can make all the 
difference…..difference…..

Is it neural?Is it neural?

Wave V is present?Wave V is present?
Reverse polarity at the same high Reverse polarity at the same high 
intensity to make sure that the response intensity to make sure that the response 
repeats (one acquisition with rarefaction; repeats (one acquisition with rarefaction; 
one with condensation).one with condensation).
This r/o that you are looking at CM.This r/o that you are looking at CM.
This confirms the response is truly This confirms the response is truly 
neural.neural.
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Clear Wave V EstablishedClear Wave V Established

Wave V is now clear…..Wave V is now clear…..
Reduce intensity in 10 dB steps until Reduce intensity in 10 dB steps until 
wavewave
V is no longer seen.  V is no longer seen.  
As intensity decreases, latency increases, As intensity decreases, latency increases, 
and amplitude decreases….make sure and amplitude decreases….make sure 
you increase your display gain if wave V you increase your display gain if wave V 
is hard to see at lower intensity levels.is hard to see at lower intensity levels.

Finding ThresholdFinding Threshold

Keep an eye on the latencyKeep an eye on the latency--intensity function.intensity function.
Your wave V latency will increase as the Your wave V latency will increase as the 
intensity decreases.intensity decreases.
Use the negative trough following wave V to Use the negative trough following wave V to 
identify it at low intensities (peak broadens).identify it at low intensities (peak broadens).
Repeat threshold to confirm.  The trough may Repeat threshold to confirm.  The trough may 
be the component that repeats., not the peak.be the component that repeats., not the peak.
Decrease intensity below threshold (sometimes Decrease intensity below threshold (sometimes 
an absent response is clearer to see).an absent response is clearer to see).
CHECK YOUR DISPLAY GAIN!  CHECK YOUR DISPLAY GAIN!  

When to mask AC ABRWhen to mask AC ABR

If there is a difference in AC thresholds If there is a difference in AC thresholds 
between ears, masking may be necessary.between ears, masking may be necessary.
Try to test the better ear first if possible.Try to test the better ear first if possible.
Mask the opposite ear with 20 dB below Mask the opposite ear with 20 dB below 
the test stimulus:the test stimulus:

testing LE at 60 dBtesting LE at 60 dB
RE masking at 40 dBRE masking at 40 dB
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Finished with AC ABR?Finished with AC ABR?

Normal hearing thresholds of 20 dBnHL Normal hearing thresholds of 20 dBnHL 
established, bilaterally?    established, bilaterally?    YESYES

AC abnormal results?    AC abnormal results?    MAYBEMAYBE
You need to establish BC responses to You need to establish BC responses to 
determine nature of lossdetermine nature of loss

When to do bone conduction When to do bone conduction 
ABR?ABR?

Whenever there is an abnormal AC Whenever there is an abnormal AC 
result, bone conduction ABR is result, bone conduction ABR is 
recommended.recommended.

Reasons not to wait….Reasons not to wait….

The parents…….when we have the The parents…….when we have the 
capability of providing parents with a full capability of providing parents with a full 
and accurate picture of their child’s and accurate picture of their child’s 
hearing loss….why wait?hearing loss….why wait?
The child……early identification leads to The child……early identification leads to 
early intervention.early intervention.



15

What now?What now?

Established AC thresholds…Established AC thresholds…
Established BC thresholds….Established BC thresholds….
Do I need to do Do I need to do tonebursttoneburst
testing?testing?

When to do TB testing….When to do TB testing….

Whenever possible….if child is still Whenever possible….if child is still 
sleeping.sleeping.
If a sensorineural HL is present, in order If a sensorineural HL is present, in order 
to fit with hearing aids.to fit with hearing aids.
Test low frequencies (.5Test low frequencies (.5--.75 kHz) first, to .75 kHz) first, to 
see if there may be a slope in hearing.see if there may be a slope in hearing.

When to do TB testing…When to do TB testing…

Even in the presence of normal clickEven in the presence of normal click--
evoked responses if there is a question or evoked responses if there is a question or 
if the child is at risk:if the child is at risk:
oo Chemotherapy patientChemotherapy patient
oo Family history of congenital HLFamily history of congenital HL
oo Speech delay, with no other obvious delaysSpeech delay, with no other obvious delays
oo Behavioral results disagreeBehavioral results disagree
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Why do tone burst testing?Why do tone burst testing?

This is whyThis is why
we should dowe should do

tone bursttone burst
testing….testing….

Case 2 - Click

(MF, age 2 years)RE click 20 dB
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Case 2 – 2.0 kHz TB

RE 2.0 kHz TB 50 dB (MF, age 2 years)

Case 2 – 4.0 kHz TB

RE 4.0 kHz TB 80 dB (MF, age 2 years)

Case 2 – Sound field audiogram

(MF, age
2 years)



18

Frequency Specific ABRFrequency Specific ABR
Accuracy?Accuracy?

High correlation (.94) between Tone Burst High correlation (.94) between Tone Burst 
evoked ABR thresholds and pure tone evoked ABR thresholds and pure tone 
thresholds for infants and older childrenthresholds for infants and older children
Over 90% of ABR thresholds were within 20 Over 90% of ABR thresholds were within 20 
dB of pure tone thresholds dB of pure tone thresholds 
Most were within 10 dBMost were within 10 dB
Audiometric configuration did Audiometric configuration did notnot affect affect 
accuracy of predictionaccuracy of prediction
(Stapells et al, 1995; Oates & Stapells, 1998)

A Comparison of Correlation Between Behavior Audiogram 
and ABR for All Participants as a Function of Frequency
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A Comparison of Correlation Between Behavior Audiogram
and ABR for All Participants as a Function of Frequency
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A Comparison of Correlation Between Behavior Audiogram
and ASSR for All Participants as a Function of Frequency

ASSR (in dB HL)

-20 0 20 40 60 80 100 120

Be
ha

vi
or

al
 A

ud
io

gr
am

 (i
n 

dB
 H

L)

-20

0

20

40

60

80

100

120
500 Hz

r = 0.70

A Comparison of Correlation Between Behavior Audiogram
and ASSR for All Participants as a Function of Frequency
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A Comparison of Correlation Between ABR
and ASSR for All Participants as a Function of Frequency
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A Comparison of Correlation Between ABR 
and ASSR for All Participants as a Function of Frequency
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Can you test AEPs in infants without 
Sedation?

You bet!
Every effort should be made to test infants 
under 6 months of age

Earliest possible identification of hear loss
More important – earlier intervention, if needed

Under 6 months of age sedation is rarely 
required
Under 3 months of age almost NEVER!!!
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JCAHOJCAHO
Has Mandated that children Has Mandated that children 
who undergo sedation for who undergo sedation for 
procedures receive the same procedures receive the same 
standard of care and standard of care and 
monitoring as those who monitoring as those who 
undergo general anesthesia.undergo general anesthesia.

Ideal Characteristics of SedationIdeal Characteristics of Sedation

Rapid onsetRapid onset
Short duration of actionShort duration of action
Lack of cumulative effectsLack of cumulative effects
Rapid recovery (short halfRapid recovery (short half--life)life)
Minimal side effectsMinimal side effects
Residual analgesiaResidual analgesia
Increased patient satisfactionIncreased patient satisfaction

AEP Testing in AEP Testing in 
Infants & Children at UVAInfants & Children at UVA

Performed in Pediatric Induction Room Performed in Pediatric Induction Room 
Anesthesiologist or CRNAAnesthesiologist or CRNA
Mild or low dose General AnestheticMild or low dose General Anesthetic

SevofluraneSevoflurane/nitrous oxide/nitrous oxide
PropofolPropofol
KetamineKetamine
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Levels of SedationLevels of Sedation

alertalert easily easily not easily    no responsenot easily    no response

NoneNone ConsciousConscious DeepDeep GeneralGeneral

arousedaroused arousedaroused

Successful ABR and OAE Successful ABR and OAE 
testing….testing….

……..gives the parent the power to provide ..gives the parent the power to provide 
for their child. for their child. 

Successful ABR and OAE Successful ABR and OAE 
testing….testing….

Results in an accurate picture of a child’s Results in an accurate picture of a child’s 
hearing loss;hearing loss;
Results in early identification;Results in early identification;
Which leads to early intervention….Which leads to early intervention….
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Thank you!

Diane L SaboDiane L Sabo

Children’s Hospital of PittsburghChildren’s Hospital of Pittsburgh
University of PittsburghUniversity of Pittsburgh

Hearing AidsHearing Aids

Fitting Unilateral hearing lossesFitting Unilateral hearing losses
BTEBTE
BAHABAHA
FMFM



23

Hearing AidsHearing Aids

MLRsMLRs and hearing aid fittingand hearing aid fitting
DefinitionsDefinitions
Confirmation of lossConfirmation of loss

Coupling of hearing aid during SCoupling of hearing aid during S--REMREM

Hearing AidHearing Aid

Estimating hearing loss as an adultEstimating hearing loss as an adult
Use of vent for RECDUse of vent for RECD

Essential Test Battery Essential Test Battery 

Children with autismChildren with autism
Physiologic measuresPhysiologic measures
Behavioral measuresBehavioral measures


